Certain dosimetric features of electrons from a CGR Therac-20 MeV Saturne linear accelerator.
Some of the useful clinical radiation characteristics required for treatment planning using the 6,9,13,17, and 20 Me V scanning electron beams obtainable in a CGR Therac-20 Me V Saturne linear accelerator are outlined.